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Abstract: An intrinsic limitation of the accuracy that can be achieved with Compton cameras
results from the inevitable fact that the detectors, which comprise the camera, cannot have
infinitely-accurate spatial resolution. To mitigate this loss of accuracy, a new imaging
model is proposed. The implementation of the new imaging model, however, requires
new camera designs. The results of a computer simulation indicate that the new imaging
model can produce reasonable images, at least when noiseless simulated data are used. In
the future, more work is needed to determine if the use of the new imaging model will
improve the imaging capabilities of Compton cameras despite the loss of sensitivity caused
by the use of the new camera designs. Regardless of the outcome of this work, the results
presented here illustrate that new models for imaging from Compton scatters are possible
and motivate the development of further models that could be more advantageous than the
ones already developed.
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1. Introduction

Compton cameras have the potential to significantly improve diagnostic and therapeutic medicine.
For instance, bismuth-213 radioimmunotherapy is actively being pursued at the present time for treating
various forms of cancer [1–30], as well as HIV [31,32]. Maximizing the efficacy of this treatment
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requires maximizing the amount of dose administered to the patient. However, the potential hazard
to bone marrow, kidney, lungs and other secondary organs limits the dose that can be administered.
The amount of radioactivity that can be tolerated by these secondary organs varies from patient to
patient. Hence, accurately calculating the absorbed dose within these organs is essential. Producing the
most accurate images possible of the bismuth in the patient will result in the most accurate calculations
of absorbed dose. Of all the medical imaging techniques presently available, single-photon emission
computed tomography (SPECT) will produce the best possible images of bismuth-213. However,
the collimator that is used in a SPECT camera limits the energy of the photons that can be imaged.
As a consequence, in comparison to images of technetium-99m (140 keV), a SPECT camera will produce
relatively poor quality images of bismuth-213 because of the high energy of the photons (440 keV) that it
emits. Fortunately, since collimators are not used, Compton cameras have the potential of out-performing
a SPECT camera when bismuth-213 is imaged.

An intrinsic limitation of the accuracy that can be achieved with Compton cameras results from the
inevitable fact that the detectors, which comprise the camera, cannot have infinitely-accurate spatial
resolution. The effects of the finite spatial resolution of detectors, the finite energy resolution of detectors
and a phenomenon known as Doppler broadening on the image accuracy of Compton cameras have been
studied [33]. It was found that of these three factors, finite spatial resolution is the dominant degrading
factor at a higher medical diagnostic energy level (511 keV). The new theory presented in this paper
may mitigate the loss of accuracy due to the finite spatial resolution of the detectors. In addition, this
theory, if fully developed (generalized), has the potential to decrease the amount of data that need to be
processed and provides more flexibility in designing the detectors that comprise the camera. The new
theory is based on a new imaging model. In Section 3 of this paper, this new imaging model is developed
along with a method for reconstructing an integral of a distribution of radioactivity along a line using
the new imaging model. New camera designs that can be used to exploit the new imaging model are
presented in Section 4 of this paper. First, a camera design that can be used to produce a parallel
projection of the distribution is presented. Since this parallel projection is similar to the data obtained by
a conventional SPECT camera equipped with a parallel hole collimator at one positioning of the camera,
three-dimensional reconstructions could be obtained by producing such projections as the Compton
camera is rotated about the patient. A second design is presented that allows fan-beam projections
of the distribution to be reconstructed. Producing fan-beam projections as the camera is rotated about
the distribution would, of course, allow two-dimensional reconstructions to be made. The results of
computer simulations to demonstrate the imaging model and inversion method developed in Section 3
are presented in Section 6. Finally, in Section 7, the advantages and disadvantages of new the imaging
model and the new camera designs are discussed.

2. Existing Compton Camera Imaging Models

As originally proposed, a Compton camera consists of two parallel planar detectors [34]. Ideally, the
physics within the camera is as follows. As illustrated in Figure 1, a photon, which originated within
the distribution, interacts, via a Compton scatter, with the nearest of the two detectors. As a result of the
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scatter, the photon loses some of its energy, and the direction of its trajectory changes. Then, the photon
continues on in the new direction and interacts with the second detector.

ψ
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_

Figure 1. Illustration of the ideal physics of Compton cameras.

Assuming this camera physics, the following is done to construct data so that the distribution of
radioactivity can be estimated. The location of the two points of interaction of the photon and the
amount of energy lost during the scatter are measured. The photons that interact at a given location on
the first detector and a given location on the second detector and that have lost a given amount of energy
are tallied. This provides the number of counts in a “measurement bin”.

Two imaging models for Compton camera data have been proposed by other researchers. Both
models assume that the number of counts in a measurement bin is proportional to an integral of the
distribution over a cone. The apex of the cone is at the first point of interaction; the axis of symmetry
of the cone is the line that connects the two points of interaction; and the half angle of the cone is the
scatter angle calculated from the energy measurement using Compton’s law [35]. These imaging models
were proposed in an effort to develop reconstruction methods that would produce a three-dimensional
estimate of the distribution of radioactivity from a set of such integrals.

The two models use different mathematical equations to express the integral over the cone. One model
considered the data to be a surface integral of the distribution over a cone [36]. The reader is reminded
that not all integrals over a surface are surface integrals. For Φ ∈ R3, β ∈ S2 and 0 < ψ < π, let the
symbol SSI(Φ,β, ψ) denote the surface integral (SI) model of the distribution of radioactivity on the one
sheet cone whose apex is the point: Φ, the axis of symmetry is the unit vector: β, and the half angle
is: ψ. Furthermore, let f(x) denote the distribution of radioactivity at the point x for: x ∈ R3. Let the
vectors: Φ, β, and: x be described in terms of a global coordinate system. A local coordinate system
in which the “z” axis points in the direction of the vector β is used in expressing the surface integral.
Using this coordinate system, the unit vector α = α(φ, ψ) is expressed in a spherical coordinate system
by letting:

α , (cosφ sinψ, sinφ sinψ, cosψ)> (1)
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where ψ is the angle measured from the “z” axis. A standard calculus equation for the surface integral
of a cone yields:

SSI(Φ,β, ψ) = sinψ

2π∫
φ=0

∞∫
r=0

f
(
Φ + rM>α(φ, ψ)

)
r dr dφ (2)

where the rotation matrix M> is defined as:

M> =

[
β⊥1

∣∣∣∣β⊥2

∣∣∣∣β
]

(3)

where β, β⊥1 and β⊥2 are three orthonormal column vectors in R3.
A second model of the data has been considered [37]. This model is called the integral of cone-beam

line-integrals (ILI) model here. Let SILI(Φ,β, ψ) denote the integral of cone-beam line-integrals of the
distribution of radioactivity. The cone-beam line-integrals of the distribution at: Φ is defined as:

g(Φ,ν) =

∞∫
0

f
(
Φ + tν

)
dt (4)

where: |ν| = 1. Using: M> and: α(φ, ψ) as previously defined, the integral of cone-beam line-integrals
of the distribution is defined as:

SILI(Φ,β, ψ) =

2π∫
0

g
(
Φ,M>α(φ, ψ)

)
dφ (5)

In a previous publication, conditions that describe the data needed to reconstruct a single line-integral
from Compton camera data were developed [38]. It was found there that these “completeness conditions”
depended on which of the two models was assumed for the data. In particular, it was found that the
completeness condition for the SI model is more demanding than the ILI condition, because the SI
condition needed data from more than one apex, whereas the ILI condition needed data from just one
apex. Like the ILI model, the new imaging model that will be proposed in the next section will have the
same desirable property.

3. The Development of A New Imaging Model and Its Inversion

To develop the new imaging model, a new function is defined. For β ∈ S2 and ` ∈ R1, the function
F (β, `) is defined as: [39]:

F (β, `) =
1

π
lim
ε→0

+∞∫
−∞

Hε(`− t)f̌(β, t) dt (6)
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where:

Hε (t) =


1
ε2
, for |t| < ε;

−1
t2
, for |t| ≥ ε

(7)

and f̌(β, `) is the three-dimensional Radon transform; namely,

f̌(β, `) ,

∞∫
−∞

∞∫
−∞

f(`β + sβ⊥1 + tβ⊥2) ds dt (8)

In words, F (β, `) is the Hilbert transform of the partial derivative of the three-dimensional
Radon transform.

To define a line-integral of the distribution, the following two unit vectors are defined in the global
coordinate system:

ϕ = (cosϕ, sinϕ, 0)> and ϕ⊥ = (− sinϕ, cosϕ, 0)> (9)

Let: P (Φ,ϕ) be the integral of the distribution along the line parallel to the vector: ϕ⊥ that intersects
Φ; that is,

P (Φ,ϕ) ,

∞∫
−∞

f(Φ + sϕ⊥) ds (10)

The function P (Φ,ϕ) can be obtained from F (β, `) via Equation (5.2) in [39]; namely,

P (Φ,ϕ) =
1

2π

π∫
0

F (β(θ, ϕ),Φ · β(θ, ϕ)) dθ (11)

where:
β(θ, ϕ) = (cosϕ sin θ, sinϕ sin θ, cos θ)> (12)

Lemma 1.

F (β,Φ · β) =
1

π
lim
ε→0

π∫
0

SILI(Φ,β, ψ)Hε (cosψ) sinψ dψ (13)

The proof of Lemma 1 is given in [40].
Substituting Equation (13) into Equation (11) yields:

P (Φ,ϕ) =
1

2π2

π∫
0

lim
ε→0

π∫
0

SILI(Φ,β(θ, ϕ), ψ)Hε (cosψ) sinψ dψ dθ (14)
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Exchanging integrals yields:

P (Φ,ϕ) =
1

2π2

π∫
0

lim
ε→0

π∫
0

SILI(Φ,β(θ, ϕ), ψ) dθHε (cosψ) sinψ dψ (15)

The new imaging model is defined as:

SIILI(Φ,ϕ, ψ) =

π∫
0

SILI(Φ,β(θ, ϕ), ψ) dθ (16)

This model is referred to as the integral of the integral of cone-beam line-integrals (IILI) model.
Substituting Equation (16) into Equation (15) yields:

P (Φ,ϕ) =
1

2π2
lim
ε→0

π∫
0

SIILI(Φ,ϕ, ψ)Hε (cosψ) sinψ dψ (17)

The above equation makes it possible to invert the IILI model to obtain the integral of the distribution
along the line parallel to the vector: ϕ⊥ that intersects Φ.

Developing a geometric interpretation of the last two equations is useful. The geometric interpretation
of Equation (17) is relatively straightforward. The integral of the distribution along the line parallel to
the vector: ϕ⊥ that intersects the apex Φ can be calculated by integrating the appropriately-weighted
IILI model over all possible half-angles. To interpret the new imaging model defined in Equation (16),
it is helpful to determine the set of cones that are involved with the equation’s integral. Equation (16)
involves the integral of conical integrals where the ILI model is used for the conical integrals. Since
Φ and ψ are fixed in Equation (16), the cones that are being integrated over share a common apex and
half-angle. Moreover, all of these cones have an axis of symmetry that is perpendicular to the vector: ϕ⊥.
Since the integral in Equation (16) has a lower limit of zero and an upper limit of π, to implement this
integral, the conical integrals for the previously-described set of cones for a collection of axes that span
180 degrees are needed. In other words then, Equation (16) involves integrating the conical integrals
over the set of cones with a fixed half-angle that share a common apex Φ and have axes perpendicular to
the vector: ϕ⊥ and span 180 degrees around the vector. Camera designs that make it possible to obtain
this integral of conical integrals are discussed in the next section.

4. Camera Designs to Exploit the New Imaging Model

4.1. Reconstruction Using the New Imaging Model

The new imaging model being proposed here can be implemented using the camera design illustrated
in Figure 2. In this design, the first detector consists of a single detector element and is surrounded by
a coplanar semicircle-shaped second detector. In what follows, this design will be called the single first
semicircle second (SFSS) design. Recall from Section 3, to reconstruct the line through the distribution
using the new imaging model, the conical integrals over a set of cones with a fixed half-angle that share
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a common apex lying on the line and have axes perpendicular to the line and span 180 degrees around the
line need to be integrated. This can be achieved with the SFSS design, because the first detector element
can be “seen” from the second detector in a “semicircle of directions”. Because the second detector
consists of just one element, the physics within the camera would in effect implement the integral in
Equation (16). In this case, a measurement bin is defined as the number of photons that interact with
the single first detector element, loses a certain amount of energy and then interacts anywhere on the
semicircle-shaped second detector. If these measurement bins are obtained for all possible energies,
then the function SIILI(Φ,ϕ, ψ) is known for all possible half-angles. Hence, Equation (17) can then
be used to reconstruct the integral of the distribution along the line that passes through the first detector
element and is perpendicular to the plane that contains both detectors. To avoid a possible misconception,
to perform the reconstruction just described, note that the photons interacting with the first detector do
not have to emanate from the direction perpendicular to the plane that contains both detectors; rather,
the photons can emanate from any direction. From these photons, the integral of the distribution along
the line that is perpendicular to the plane that contains both detectors can be reconstructed. Once the
integral along this line has been produced, a three-dimensional reconstruction of the distribution can be
performed by using conventional tomographic techniques.

First Detector

Second Detector

Figure 2. The single first semicircle second (SFSS) camera design consists of a first detector
element and a second detector shaped as a semicircle. This figure illustrates that the integral
of the integral of cone-beam line-integrals (IILI) model can be implemented. The distribution
of radioactivity would lie in front of the plane that contains the detectors.

4.2. Single First Detector Ring Second Detector Design

Sensitivity is defined to be the fraction of the photons that emanate from a radioactive source that are
actually detected and used in the image formation process. To produce quality images, it is desirable to
develop imaging systems with high sensitivity. The sensitivity of the SFSS design can be approximately
doubled. By noting the symmetry involved, Equation (16) can be rewritten as:

SIILI(Φ,ϕ, ψ) =
1

2

2π∫
0

SILI(Φ,β(θ, ϕ), ψ) dθ (18)

This equation allows the second detector of the SFSS design to be extended from a semicircle to a full
circle, as illustrated in Figure 3; thus approximately doubling the sensitivity of the design. It could be
said that the first detector is “seen” from the second detector in a “circle of directions”. This design is
referred to as the single first ring second (SFRS) design.
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The SFRS camera design can be extended to facilitate the reconstruction of parallel projections.
Forming a single larger camera by arranging multiple SFRS cameras in a two-dimensional array would
allow a parallel projection of the distribution to be made with just one positioning of the camera. This
design, which is illustrated in Figure 4, is referred to here as the multiple single first ring second
(MSFRS) design.

First Detector

Second Detector

Figure 3. This figure illustrates the single first ring second (SFRS) camera design. The first
detector consists of a single first detector element, and the second detector is a coplanar ring
centered on the first detector.

Figure 4. Illustration of the multiple single first ring second (MSFRS) camera design.
Multiple SRFS cameras are in a two-dimensional array allowing a parallel projection of
the distribution of radioactivity.

To reduce false coincidences, the second detectors could be shielded from the photons emanating
from the patient. As is well understood, producing parallel projections as the camera is rotated about the
distribution would allow a three-dimensional reconstruction to be made.

4.3. Beach Ball Design: A Camera for Fan-Beam Reconstruction

A fan-beam projection of the distribution of radioactivity can be produced by arranging multiple
semicircle-shaped second detectors so they lie on a hemisphere and are centered on a single first
detector element. Three such second detectors are illustrated in Figure 5. Using Equation (17) on
the data obtained from each second detector allows the integral of the distribution along the line that
is perpendicular to the detector and intersects the first detector element to be reconstructed. As seen
in Figure 5, the arrangement of the second detector elements results in a set of line-integrals being
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reconstructed that are all perpendicular to the line that contains the end points of the second detector
elements and intersects the first detector element. This set of line-integrals is a fan-beam projection of
the distribution. Since the resulting camera resembles half of a beach ball, this camera design is referred
to as the beach ball design.

First Detector

Figure 5. Illustration of the beach ball camera design. In this figure, three multiple
semicircle-shaped second detectors are arranged so that they lie on a hemisphere that is
centered on a single first detector element. Using Equation (17) on the data obtained from
each second detector allows the integral of the distribution along the line that intersects the
first detector element and is perpendicular to the plane that contains the second detector to
be reconstructed. Three such lines are illustrated in the figure.

The beach ball design can be extended to facilitate a three-dimensional reconstruction of a distribution
of radioactivity. If multiple beach balls are arranged as shown in Figure 6 and are rotated about the
distribution of radioactivity, then a fan-beam reconstruction can be performed on multiple planes that
are perpendicular to the axis of rotation of the motion. This is called the “multiple beach ball” camera
design. This design would result in a data collection geometry that is similar to that of the multi-slice
fan-beam collimator used in conventional SPECT [41,42]. This design would allow a three-dimensional
reconstruction of the distribution of radioactivity to be made.

Axis of rotation

Figure 6. If multiple beach balls are arranged as shown in the figure and rotated about the
distribution of radioactivity, then a fan-beam reconstruction can be performed on multiple
planes that are perpendicular to the axis of the rotation; thus making a three-dimensional
reconstruction possible. In practice, the axis of rotation of the camera would typically be
the axis of symmetry of the patient.
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5. Methodology of Computer Simulations

Computer simulations were performed to further verify the imaging model and inversion method
presented in Section 3. Discrete approximations to the equations presented in Section 3 were made,
and computer code was written to implement them. A mathematical phantom, which consists of five
constant grayscale ellipsoids, was used in simulating the data. The phantom is similar to a head
phantom previously proposed [43]. The ellipsoids are listed in Table 1. For example, the lengths of
the semi-principal axes of the ellipsoid that represents the skull’s outer boundary are 0.75, 0.75 and 1.00
units. To simulate the reconstruction of line-integrals from Compton camera data, the MSFRS camera
design was used. The MSFRS camera consisted of 104 coplanar SFSS cameras arranged in a 100 × 100
rectangular grid and was located 2.2 units from the center of the phantom. For each first and second
detector element pair, 46 cone integrals of the distribution, which were equally spaced between 0 and
180 degrees, were calculated. The SFSS cameras were spaced 0.03 units apart. As a consequence,
the whole parallel projection of the phantom was reconstructed (e.g., the projection was not truncated).
Thus, a total of 104 line-integrals was calculated.

Table 1. The five phantoms that comprise the mathematical phantom used in this paper.

Ellipsoid Origin Axes Rotation Gray Level
x y z x y z θx θz

Outer skull boundary 0.0 0.0 0.0 0.75 0.75 1.00 0.0 0.0 1.00
Inner skull boundary 0.0 0.0 0.0 0.637 0.637 0.85 0.0 0.0 0.75

Larger ventricle −0.22 0.0 0.25 0.16 0.30 0.35 0.0 0.0 0.50
Smaller ventricle 0.22 0.0 0.25 0.11 0.17 0.25 0.0 0.0 0.50

Small tumor 0.0 0.0 −0.40 0.1 0.1 0.1 0.0 0.0 0.825

6. Results of Computer Simulations

The results of computer simulations to demonstrate the imaging model and inversion method
previously discussed in Section 3 are presented here. A parallel projection of the phantom was
reconstructed using the IILI imaging model for the data. To help illustrate the overall accuracy of the
projection, the reconstruction is displayed as an image alongside the image of the “true” projection.
Furthermore, to illustrate the accuracy of the reconstructed values more quantitatively, the reconstructed
line-integral values and the true line-integral values along a one-dimensional slice of the projection
through its center are presented in a graph.

The two images in Figure 7 provide a comparison of the “true” parallel projection of the phantom
with the reconstructed one. In neither image can all five ellipsoids be seen, because the grayscale values
of these images are line-integrals of the phantom, not voxel values. The image on the left is the true
parallel projection of the phantom. This projection was obtained by numerically integrating the phantom
in the direction collinear to the y-axis. The image on the right is the reconstructed projection. This image
is seen to be largely similar to the true image. In particular, no distortion of the boundaries that comprise
the image can be seen in the reconstructed projection. In the true image, the ball located at the bottom
of the phantom (Ellipsoid 5) is faint, but the lower half is observable. However, this ball cannot be
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seen in the reconstructed image. A close inspection of the images reveals some blurring of Ellipsoids 3
and 4. The grayscale windowing values for true image are [0.85, 1.12], and the windowing values for the
reconstructed image are [0.75, 1.07].

Figure 7. Comparison of the “true” parallel projection (left) with the reconstructed
projection using the IILI model for the data (right). The reconstructed parallel projection is
seen to be similar to the true parallel projection. To avoid misinterpreting these images, note
that the grayscale values of these images are line-integrals of the phantom not voxel values.

In Figure 8, a graph of the “true” line-integrals values (solid line) of the phantom and a graph of
the reconstructed line-integrals values (dashed line) are presented. In particular, the graphs are the
values of the line-integrals along the vertical cross-section through the center of the parallel projection.
Largely speaking, the two graphs are similar within the support of the phantom, although the graph of the
reconstructed values appears to be a smooth version of the graph of the true values. This smoothness is
expected given the quadratures used to implement the inversion formulas. Moreover, it can be seen that
the reconstructed values are typically lower than the true values with a relative error of about five percent.
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Figure 8. Comparison of the reconstructed line-integrals (dashed line) assuming the IILI
model for the data with the “true” line-integrals values (solid line). The reconstructed values
are seen to be similar to the true values. The graphs are the values of the line-integrals along
the vertical cross-section through the center of the parallel projections shown in Figure 7.
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7. Discussion

7.1. Discussion of Camera Designs

7.1.1. MSFRS Camera Design

The MSFRS camera design has advantages and disadvantages. All would agree that the lack of
sensitivity would be a major disadvantage of the MSFRS design. Increasing the number of first detectors
per area on the face of the camera will improve the sensitivity of the camera. An increase in the density
of first detectors on the face of the camera can be achieved in a number of ways. Decreasing the distance
between the first and second detectors will make it possible to increase the density of the first detectors
on the face of the camera. Stacking and/or overlapping the SFRS cameras that comprise the MSFRS
camera can also increase the density. Alternatively, SFSS cameras can be stacked and/or overlapped to
form a camera with more sensitivity. However, the amount of stacking that can be achieved in practice
is limited by the need to keep the first detectors as close to the distribution of radioactivity as possible
to prevent degradation of the camera’s accuracy. On the other hand, the MSFRS camera design does
have an advantage. A problem with the conventional camera design is the false coincidences caused by
gamma rays being scattered from the second detector back into the first detector [44]. An advantage of
the MSFRS design is that this source of false coincidences is substantially reduced, in comparison to
the conventional camera design, because there are fewer second detector elements for each first detector
element in the MSFRS design.

7.1.2. Beach Ball Camera Design

The beach ball design has an advantage and a disadvantage relative to the SFRS design. Since the
second detector surrounds the first, the beach ball design has a significant increase in sensitivity relative
to the SFRS design. However, this will be at the cost of increased false coincidences caused by gamma
rays being scattered from the second detector back into the first detector. Like the MSFRS camera, the
sensitivity of the multiple beach ball design can be improved by increasing the number of first detector
elements per area on the face of the camera. This can be achieved by reducing the distance between the
first detector and the second detector.

A disadvantage that both the beach ball and the MSRFS designs have in common is that the camera
has to be moved around the object to perform a three-dimensional reconstruction. Another method for
performing a three-dimensional reconstruction from Compton camera data, which does not require the
motion of the camera, has been previously proposed [36]. To perform this reconstruction, however, both
detectors, which comprise the camera, have to be an “infinitely-extending plane”.

7.2. Advantages and Disadvantages of the New Imaging Model and Camera Designs

Initially in this section, the advantages of the new imaging model and camera designs are discussed.
Finally, in this section, a major disadvantage of such imaging is discussed.
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7.2.1. Mitigating the Effects of the Finite Spatial Resolution of Detectors

It is known that the finite spatial resolution of detectors, the finite energy resolution of detectors and
Doppler broadening degrade the performance of Compton cameras. A recent study [33] has found that
of these three factors, the finite spatial resolution of the detectors is the dominant degrading factor at a
higher medical diagnostic energy level (511 keV). As a consequence, mitigating the effects of the finite
spatial resolution of detectors has the potential of significantly improving the performance of Compton
cameras. Unfortunately, the camera designs proposed in this paper will not totally eliminate the image
degradation due to the finite spatial resolution of the detectors. The finite width of ring detectors and first
detector elements will degrade the performance of the cameras. Hence, the imaging model proposed
in this paper cannot totally eliminate the degradation due to the finite spatial resolution detectors.
Nonetheless, they have the potential to significantly mitigate the degradation.

7.2.2. Reducing the Amount of Data Measured and Improving Its Quality

With the MSFRS camera design, the multiple second detector elements have in effect been combined
into one element. This reduction will reduce the amount of data that need to be measured. A number
of iterative algorithms have been proposed for reconstruction from Compton camera data [45–49]. The
importance of reducing the amount of data that needs to be processed is especially important if an
iterative algorithm is used for the reconstruction. Furthermore, the larger measurement bins will result
in more photons being counted per bin, thus improving the quality of the measurements.

7.2.3. Increasing the Flexibility of Detector Designs

Using the image model proposed here would provide more flexibility in designing the detectors that
comprise a Compton camera. Both microstrip and pixelated detectors could be used to build a Compton
camera. A microstrip detector is a detector where a family of narrow parallel strips of electrodes is
fabricated on one side of the detector and a second family of strips, which runs orthogonally to the
first, is fabricated on the opposite side [50]. The current generated in both families of strips when
a photon interacts with the detector is used to determine the point of interaction of the photon. In contrast,
when the IILI model is used, a second family of strips along with the associated readout electronics is
not needed.

Although reconstructions can be made from beach ball cameras with only one family of strips,
there may be an advantage of using beach ball cameras with the conventional two families of strips.
Previously-developed completeness conditions imply that a cone-beam projection of the distribution
of radioactivity would be obtained from a “double-striped beach ball camera” if the ILI model were
assumed for the Compton camera data [38].

A cone-beam projection would provide more information than the fan-beam projection produced
from the single-striped beach ball camera. However, it should be noted that the number of counts per
measurement bin would be smaller with the double-striped camera than with the single-striped camera.

Alternatively, if pixelated detectors rather than detectors with strips are used to build a Compton
camera and if the imaging model proposed here were not used, then to obtain the best possible image
quality, the detectors would be fabricated with pixels that are as small as possible. However, if the
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imaging model proposed here were used, then the detectors could be fabricated using pixels with the
most advantageous size, rather than the smallest size possible. For example, a semicircle detector could
be realized by tiling together a number of smaller flat detectors into an approximate semicircle shape.
If it is desirable for each flat detector to consist of just one pixel, then the number and the size of the flat
detectors could be selected in an advantageous fashion.

7.2.4. An Disadvantage: Loss of Sensitivity

A camera design with relatively poor sensitivity, at best, would result in the need for an increased
imaging time and, at worst, would make the design impractical. Although the designs proposed here
are intended for imaging photons higher than the 140 keV photons that are presently imaged with
collimated Anger cameras, it is informative to compare the sensitivity of the proposed camera to that
of the conventional collimated Anger camera. A major loss of sensitivity with the conventional camera
equipped with a parallel collimator is that the collimator stops most of the emanating photons that are not
approximately perpendicular to the face of the camera. In contrast, the designs proposed here can use any
photon that interacts with the first detector no matter from which direction the photon emanated. This is
an advantage of the proposed designs over the conventional collimator design. There are at least three
aspects of the designs proposed here, however, that limit sensitivity. First, once the photon interacts with
the detector, the photon must travel in just the right direction so that it interacts with the second detector.
The beach ball design has an advantage over the MSFRS camera in this respect. Secondly, the area of
the first detector must be small. The imaging model proposed here assumes its area is infinitesimally
small. Thirdly, the number of first detectors per area on the face of the proposed camera limits the
sensitivity of the proposed designs. If a photon does not interact with a first detector, the proposed
cameras cannot make use of the photon. Unless these aspects are properly addressed, it seems likely that
the camera designs proposed here will exhibit inferior sensitivity to that of the conventional collimated
Anger camera.

Nonetheless, proposing new Compton camera designs that reduce sensitivity is not without precedent.
Equipping Compton cameras with parallel plate collimators [51] and multiple pinhole collimators [52]
has been proposed. More recently, equipping Compton cameras with an innovative collimator have
been proposed [53]. The collimator has multiple pinholes in its center region and large area slats in
its outer region. Unfortunately, the addition of a collimator of any sort will reduce the sensitivity of
the camera. The new imaging model proposed here has the potential of mitigating the degradation
caused by the finite spatial resolution of detectors, but unfortunately, the camera designs proposed here
that can be used to implement the model will significantly reduce the sensitivity of the camera. In the
future, more work is needed to determine if the use of the new imaging model will improve the imaging
capabilities of Compton cameras despite the loss of sensitivity caused by the use of the new camera
designs. Regardless of the outcome of this work, the results presented here illustrate that new models for
imaging from Compton scatters are possible and motivates the development of further models that could
be more advantageous than the ones already developed.
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8. Conclusions

A new imaging model for Compton cameras has been proposed. The model has the potential of
mitigating the loss of accuracy due to the finite spatial resolution of detectors, decreasing the amount of
data that needs to be processed and simplifying the construction of detectors for Compton cameras.
The results of a computer simulation indicate that the new imaging model can produce reasonable
images, at least when noiseless simulated data are used. The implementation of the new imaging model,
however, requires new camera designs. Unfortunately, the camera designs presented here will result in
significant loss in sensitivity in comparison to the conventional parallel planar Compton camera design.
In the future, more work is needed to determine if the use of the new imaging model will improve the
imaging capabilities of Compton cameras despite the loss of sensitivity caused by the use of the new
camera designs. Regardless of the outcome of this work, the results presented here illustrate that new
models for imaging from Compton scatters are possible and motivate the development of further models
that could be more advantageous than the ones already developed.
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